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Implementation of r-i&k mamtgement principies and :activities 
wit&n a ~~al~~ management sydem 

1. Introduction: 

Medical device manufacturers are generally required to have a quality mana&ment system as 
well as processes for addressing device related risks. These processes for‘mahaging risk can 
evolve into a stand-alone manager&m system. While manufacturers may choose to maintain 
these two management systems separately, it may be advantageous to integrate them as it 
could reduce costs, eliminate redundancies, and lead to a more effectjve manggement system. 

This document is intended to ass&medical aevice manu%cturers with the integration of a 
risk management system or risk management principles and activities into their existing 
quality management system by providing piactical explanations and examples. 

A basic understanding of quality~manag~m~nt system requirementS and abasic knowledge of 
quality management system ter&nology are assumed in this guidance dbcumem. 

This document is based on general principles of a quality management system and general 
principles of a risk management system and not on any particular standard orregulatory 
requirement. This document also: 

ti Was general applicability@ quality management systems for manufatirers providing 
medical devices; 

6 Discusses risk management related to medical de-vice safety, rather than financial or 
other business risks; 

6 Does not suggest a parti&iar method of implementation; and 

H Does not include require$nents to be used as the basis of regulatory inspection or 
certification assessment activities 

The scope of the medical device’manufacturer’s quality manageme& sys’Fem:wifl define the 
applicability and extent of implementing risk management principles and activities. 
Processes required by the qualit$ mauag~ment system and performed by suppliers to the 
manufacturer are the responsibility of the manufacturer. Risk man~~ment activities relating 
to any process within the quality management system are ultim&ely the responsibility of the 
manufacturer. 

An effective quality management system is essential for ensuring the safety and performance 
of medical devices. A well-defined quality management system includes safety 
considerations in specific areas. 1 Given the importance of safety, it is useful. to identify some 
key activities that specifically address safety issues and ensure a~~ru~~~te input and 
feedback from these activities i&o the quality management system. The degree to which 
safety considerations are addressed should be commensurate with~tbe degree of the risk and 
the nature of the device. Some devices present relatively low risk or have well-understood 
risks with estabhshed methods of risk control, while others push the state-of;the-art. 
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Risk management principles should be apphed throughout the life cycle of medical devices 
and used to identify and address safety issues. In ge,neral, risk rnal~~gern~~ can be 
characterized by phases of activi6es. The following discussion is one exampje of how these 
phases can be described. The first phase can be the determination of levels of risk that would 
be acceptable in the device. Manufacturers should have a procedure or policy ta determine 
risk acceptability criteria. These risk acceptability criteria may come from an analysis of the 
manufacturer’s own experience with similar medical devices or research. on what appears to 
be currently accepted risk levels by regulators, users, or patients, given-the bepefits derived 
from diagnosis or treatment with ithe device. Risk acceptability criteria generally should be 
reflective of state-of-the-art in co$rtroiling risks. 

The second phase can be risk analysis. This phase starts with identifying hazards that may 
occur due to characteristics or properties afthe device during normal use’or foreseeable 
misuse. After hazards are identi$ed, risks are estimated for each of the identi,Ged hazards, 
using avaiIable information. : 

In the third phase, the estimated risks are compared to the risk a~ceptabi~jty criteria. This 
comparison will determine an appropriate level of risk reduction, ifnecessary, This is called 
risk evaluation. The combination of r&analysis and risk evaluation is calfecj risk 
assessment. 

The fourth phase can be composedof risk contml and manitormg activities. The’ 
manufacturer establishes action& i.e. r&control measures, intended to eliminate or reduce 
each risk to meet the previously @etermined risk acceptability criteria. Within the limits of 
feasibility, one or more risk control measures may be incorporated in order machieve this 
end. Risk control activities may begin asearly as design input and continue through the 
design and development process,.manufhcturing, distribution, i~sta~~~~~o~, servicing and 
throughout the medical device life cycle. 

Some regulatory schemes prescribe a fixed hierarchy of risk control measures that should be 
examined in the following order; 

ti Inherent safety by design; 
ES Protective mebsures inthe device or its manufacture; 
.e~ Information for safety, such as warnings, etc. 

Throughout the life cycle of the device the manufacturer monitors whether the risks continue 
to remain acceptable and whether any new hazards or risks are discovered. &&rmation 
typically obtained from the qualitk management system, forexample, production, complaints, 
customer feedback, should be u&d as part of this monitoring.. If at any time, a risk is 
determined to be unacceptable, the existing risk analysis should be reexamined and 
appropriate action taken to meet:the.risk acceptability criteria. If a new hazard is identified, 
four phases of risk management $hould bc performed‘ 

These activities can be performe$ within the framework of the quality management system. 

1 .l. Purpose 

This guidance document is intended for educating the medical device sector: However, it is 
not intended to be used to assess or audit compliance with regulatory requirements. 
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1.2. Scope 

This document discusses and supports the implementation and integration of a risk 
management system within a medical-device manufacturer’squality management system and 
provides practical explanations and examples. 

2. Definitians: 

Harm 
physical injury or damage to the health of people, or damage to property or the environment 
[ISOAEC Guide 51:1999, definition 3.11 

Hazard 
potential source of harm 
[ISO/IEC Guide 5 1 :1999, definition 3.5] 

Residual risk 
risk remaining after protective mbasures have been taken. 
[ISO/IEC Guide 51 A 999, definit,Ion 3.93 

Risk 
combination of the probability ofoccurrence ofharm and the severity of that harm 
[ISO/IEC Guide 5 1 :I 999, definition 3.23 

Risk analysis 
systematic use’of available information to identify hazards and to estimatti the risk 
[fSO/IEC Guide 51:1999, definition 3.101 

Risk assessment 
overall process comprising a risk analysis and a risk evaluation 
[ISO/IEC Guide 51:1999, defmi#ion 3.121 

Risk corntrol 
process through which decisions! are reached and protective measures are implemented for 
reducing risks to, or maintaining:risks within, specified levels 
[ISO 14971:2000, definition 2.161 

Risk evaluation 
judgment, on the basis of risk analysis, ofwhether a risk which is acc-eprable has been 
achieved in a given comext base? on the current values of society 
[NOTE Based on ISO/IEC Guide 51: 1 99g1 definitions 3.11 and 3.73 

Risk management 
systematic application of management poficies, procedures and practices to the tasks of 
analyzing, evaluating and controlhng risk 
[ISO 14971:2000, definition 2.181. 
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3. General: 

3,l. Documentation 

Documents or records resulting from risk management activities such as risk management 
procedures, reports, etc. may be maintained or referenced in either a risk manqgement file or 
other appropriate files (e.g., Design History File, Technical Fileffechnical~ Documentation, 
Design Dossier, Device Master Record; Device History Record, or Process Validation files). 

The manufacturer should consider the benefits of integrating” the risk management 
procedures, documents and records directly into the quality management syste!m procedures, 
documents, and records. The advantage ofthis could be a single document control system, 
ease ofuse and review, accessibiljty, retention, etc. If a manufacturer chooses to integrate the 
risk management system into the quality management system, the risk management file 
should contain references or an index of where the risk management requirements are 
satisfied. 

Document controls, including docnment change controls, for risk management system 
documentation should be the same as the controls for quality rna~~~ern~~~systern 
documentation. This documentatp can be in any form or type of tiedium. 

3.2. Internal and External ~~rnrnunjc~tio~ 

Within the quality management system, consideration needs to be g&en-to in&mail and 
external communication throughout the entire medical device lif&cycle. The type and depth 
of the communication should be appropr(ately tailored to the target audience. 

Internal communication is necessary for all appropriate personnel to be aware pfthe 
remaining risks even after implementing risk control measures. Annex ,A provides an 
example of a risk chart for communicating internal risk management activities. 

External communication methodssuch as warning labels, user manuals, advis@y notices, 
etc., should also be utilized to communicate necessary risk information. : 

4. Management Responsibilities: 

Top management has a responsibility to incorporate risk management into the organization. 
This includes establishing risk management policies to ensure effective implementation of 
risk management principles and activities. 

Objectives relating to device safety should be a major part-of t&oven& quality objectives of 
the manufacturer. Management should also ensure that as part of quality planning, .planning 
for risk management activities is carried out in order to meet these objectives. These activities 
should include: 

5 Establishment of risk acceptability criteria 
< Risk analysis 
5 Risk evaluation 
5 Risk control and monitoring 

Riclr MannomPnt f’hir?nnr~ 
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Management is responsible for providing sufficient resources to carry out risk management 
activities. 

Management should ensure that responsibilities and authorities for risk management activities 
are defined and assigned to qualifted personnel, including those related to moaitoring data 
from production and post-productfon. 

Manufacturers should plan and p&-form internal quality audits to verify whether risk 
management activities and related results comply with planned and e~tab~~sh~~ procedures. 
The internal audits should ensure the continued effectiveness of therisk management system. 

Management reviews of the quality management system should include iriformation from 
internal quality audits including risk management aetivities a&related resuhs, where 
appropriate. 

5. Outsourcing 

A manufacturer may outsource processes (e.g. sterilization,, tooling, coating processes, 
testing, design, manufacturing) orproducts (components, subassemblies oi entire devices) 
and must maintain control over these outsourced processes arrd products. Tbe:manufacturer 
is responsible for incorporating a@ropriate risk management activities for the& processes 
and products by planning and.by ensuring risk control measures are appropriately applied. 
Before the approval and implementation ofa change to any outsourced proces$ or product, 
the manufacturer should: 

5 Review the change; . 
5 Assess ifnew risks have been discovered; and, 
5 Determine if current and/or new individual residual risks and/or the overall risk is 

acceptable according to the predetermined existing a~c~tabi~i~~ criteria. 

If there are any risk control measures apphod to outsourced process or product+, the risk 
control measures and their importance should be documented within the purchasing data or 
information and clearly communicated to the supplier. 

6. Planniw: 

Risk management planning needs Zo span the entire life cycle of a medical~device. A separate 
risk management plan may not benecessary if the manuf&xrer adequately addresses risk 
management within the quality management system plam&g activities. : 

7. Design and Development: : 

Design and development of a me.&& device is an evolutionary process, embracing many 
engineering and management practices. Integral to activities associated with this process are 
the identification and control of risks. Risk controls can be influended by technical and, 
business feasibility considerations, as well as considerations of device functionality and 
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associated benefits. The objective of risk management is rarely to eliminate all r+sk, but 
rather to reduce risk to an acceptable level while maintaining feasibility and functionality. 

Risk management activities should,begin as early as possible in the design and-development 
phase, when it is easier to prevent problems rather than correcting them later. :For each 
identified hazard, the risk in both ‘normal and fault conditions, is estimated; In’risk evaluation, 
the manufacturer decides whetherrisk reduction isneeded.. The results from this risk 
evaluation such as the need for risk control measures then become part ofthe design input. 

Risk control measures are part of the design output .and are evaluated during design 
verification. This design input/output&erification cycle wiliI iterate and continue throughout 
the overall design control processuntil @residual ‘iisks have been reduced to an acceptable 
level and can be maintained at an $s;ceptable level, The overall effectiveness &risk control 
measures is confirmed during desiljn validation. 

Relying exclusively on design and development processes to control risk is not sufficient. 
Even the best design and development pro&sses can fall short of ensuring error free design 
output. 

After release of the device to market, risk management activities should be linked to quality 
management processes, for examglq, production and process controls, correetipe and 
preventive actions (CARA), servicing and customer feedback, 

Design and development activities targeted czt controlling risks should be supported by 
documentation. This documentation should relate the design activities to iden&ed risks in a 
way that provides objective evidence that the nature and extent of the design control is 
reasonable and appropriate to the hegree of risk. 

The flowchart depicted in Annex p shows a syntrpsis of the risk management activities 
overlaid on the general design and development process as defined within a quality 
management system. 

7.1, Design and development ~lan~i~~g 

Design and development planning, should ensure that coordination of risk management 
activities is conducted during desip and development. Design and development planning 
should identify: 

5 The inter-relationship(s) between appropriate risk management activities and design 
and development activities; and, 

5 The needed resources, including appropriate expertise required to ensure sufficient 
coverage of potential safety concerns. 

7.2. Design and development input 

Design and development inputs for a device are captured in one or more documents intended 
to be the foundation for subsequent design and development activities. Desigr~ and 
development inputs include adequate consideration of intended use and functional, 
performance, safety and regulatory requirements. 
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Risk control measures are one output from risk management activities, which $houid feed 
into the design and development process. 

Risk analysis consists of identifying hazards and the potential harms due to those hazards and 
estimating the risks of those harms occurring. Hazard identification starts With consideration 
of the medical device’s intended use, its characteristics and its environment. Risk-related 
data from post-production information for the generic typeoTdevi&e should be considered if 
it is available. In addition, risk-related information on the manufacturing methods to be -used 
in the production of the device should be considered. This normally results in a preliminary 
list of known and foreseeable hazards. Su& hazards may be found jn relevant standards or 
other data sources such as vigilance databases, independent product test reports, etc. 

The identified hazards may produeeseveral harms, as well as, one harm may qome from 
several hazards. The probability o,foccurrence of the harm and.its severity need to be 
determined. (See Annex A). Risks from these hazards are estimated and evaluated against 
previously established acceptability criteria to determine whether risk controls are needed, 

Any proposed changes to identified design characteristics, specjfications, andlor risk control 
measures and their associated haz@s from the current risk analysis must be cirefNy 
evaluated with respect to continued safety and specified petiormance of the device before 
actual implementation. 

If the device is intended to be used in combination with, or installed.with, or connected to 
another medical device or equipment, then hazards and risk control measures should be 
evaluated for each device individually as well as the system or combination asa whole. 

When establishing design and developmerlt inputs, the need &.rr risk control measures should 
be considered. When risk control[measures are determined to be necessary and are initially 
defined, these become an output as part of the iterative cycle. - 

7.3. Design and devc$opment crutputs 

Risk control measures identified during the input phase must be designed and incorporated 
into the design and development output. These risk control measures will have to be 
evaluated as to their feasibility. 

Design and development outputs are generally of three types. The first type includes 
specification of the characteristics of the medical device, as well as those essential for its safe 
and proper use. The second type of design output re!ates to requirements tbr iumhasing, 
production, handhng, distribution and servicing. The third type includes medical device 
acceptance criteria. All types‘ may includeinformation essential for safe” and proper use. 
Risk control measures may fall into .any of these categories. Table I shows examples of each 
type of risk control measure. 

Table 1 
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< Redundant power source on a life-support 

Watchdog timer (in a mi$roprocessor- 

fats in contracts 
4 Imposing stringent process controls 
5 Mandatory part rep&ements in planned 

maintenance service jntervals for process 
equipment or the medical device itself 
Limitation of lot sizes 

requirements for a device or accessory 

Design outputs will include the sp&ific risk control measures and where thoserisk control 
measures will be applied. 

During the design and development process, when inherent safety and/or design for 
protective measures are not possible or practical, additional risk cot-&o1 measures such as 
labeling, training and residual risk communication may be necessarydesign outputs. These 
risk control measures should appljr to the medical device life-cycle: 

7.4, Design and development review 

Design and development reviews should determine if any individual residual risks as well as 
any overall residual risk are adequately communicated to appropriate individuals including 
users. These reviews should determine the validity of risk/benefit d&Gsions rebted to the 
acceptance of the overall residual f-rsk. Reviewers should have the rmcessary competence to 
assess design decisions concerning risk acceptability. 

Design review procedures should define risk review tasks that should be performed at 
appropriate stages of design and development. Design and development reviews should 
assess, for example: 

5 Whether all hazards havebeen identified, risk properly assessed and potential risk 
control measures identified. 

5 The effectiveness of risk contra1 measures for individual risks. 
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5 If design validation activities effectively assessed the overall residual risk: associated 
with the use of the device by the intehded user. 

5 Whether new risk-related issues identified during the design transfer process were 
controlled and verified. 

7.5. Design and developmCa$ verification 

Design and development verification should generate objective evidence that identified risks 
were addressed, risk control mea&&s were implemented as necessary, and risk control 
measures were verified to be effective so&at the end result meets the defined acceptability 
criteria. 

Procedures should define appropriate analytical techniques and test methods related to safety 
requirements. Procedures should ensure traceabihty between identified hazards, risk control 
measures, medical device design and development requirements, test plans, and test results. 

Annex C is an example of a risk management summary in a table forma;r, whi& also 
demonstrates traceability. 

7.6. Design and development validatkm 

Validation confirms the medical device meets user needs, intended uses, and the overall 
residual risk meets the overall acceptability criteria. To ensure risk &ntrol measures are 
adequately addressed in the validation plan, the plan should include suffricient numbers of all 
anticipated user population(s) andjall intended uses to give confide&e thatLthe.ovemll 
residual risk determination is cons;istent with,expectations. Ariy simulated usetesting should 
be designed to provide similar levels of confidence. Unforeseen hazards that emerge from 
validation need to be assessed and, if necessary, controlled. 

Note: Risk control measures need to be established and addressed prior to conducting clinical 
trials/investigations. 

7.7. Control of design and dqelopment changes 

History has repeatedly demonstrated that seemingly trivial changes may have unforeseen and 
sometimes catastrophic consequences. Proposed changes to the medical device and/or its 
manufacturing processes should be, evaluated for theireffect on the safety ofthe device. 
This evaluation should be based on criteria for risk acceptability contained in risk 
management and design and devel,opment records and documents. 

The need for changes may arise.at ;(?ny time in the life cycle of the medical device, Some of 
these changes can introduce new hazards, eliminate existinrg hazard!, or charrg$. the level, of 
risk associated with a hazard. A chz@ge.could be the result of many factors, including a 
change in a risk control measure ok a re-evaluation of the original risk assessment. If a 
change takes place, the current risk assessment should be reviewed and updated as necessary. 

Examples of such changes are: 
5 A change of material (even nominally identical material from a different supplier); 
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5 Replacement of one machine in a process by another; 
5 Seemingly trivial changes to a process may have cumulative elects; 

” 5 Change of suppliers; 
5 Change made by suppliers; 
5 Change of intended use or the; intended user; 
5 When a device is part of a system and,any single characteristic of the deviee or system 

changes, the system as a whole shoulb be evaluated. 

Prior to implementing a proposed: change, it is important to ensure that any individual 
residual risk(s), as well as the ove!rall residual risk, are defined and remain acceptable. 

7.8. Design and developmen~&ansfer 

During design transfer the manufacturer should ensure the im~em~tat~o~ an 
of defined risk control measures. ,The manufacturer should ensure that existing or newly 
identified risk-related issues are resolved prior to the release of the desigato production. 

8. Traceabilitv: 

Risk management data should be utilized to define which devices, component!, materials and 
work environment conditions require traceability. 

Risk management activities should be used in conjunction with regulatory reqpirements to 
establish criteria for traceability. ~Points to be considered include: 

5 Origin of components and materials; 
5 Processing history; 
5 Distribution and location 6f the device after delivery (to the-first consikree); 
5 Intended use of the device (i-e., life sustaining, life supporting, or impkurtable); 
5 Probability of failure; ; 
5 Need for safety related updstes (i.e. recalls, advisory notices, field updates, etc.); 
5 Consequence of the failure for patients, users or other persons. 

In defining the records required fortraceability, the manufacturer should consiider all those 
devices, components, materiafs ar$d:work.environment conditions, which could cause the 
medical device not to satisfy its specified requirements including its safety requirements. 

9. Purchasiw Controls and Akmtancrs.Activities: 

9.1. Purchasing Controls 

Risk management activities should identify hazards and evaluate risks, including those 
potentially introduced by suppliers early in the product realization process. 

Risk management roles and responsibilities of the manufacturer and supplier $hould be 
defined as part of the purchasing kequirements. Tn addition, prescribed risk control measures 
derived from the risk-managemerit process during product-realization should be included in 
the purchasing requirements as pa,rt of the purchasing information. 
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Established criteria for selection, evaluation and re-evahtation of suppliers ofpurchased 
products and services should also be based upon the risk associated with identified hazards 
related to the purchased products and services determined during~the risk management %  
process. 

9.2. Acceptance Activities 

The manufacturer should communicate risk management policies, as well as establish and 
implement procedures necessary for ensuring that purchased praduct a&services meet 
specified purchase requirements.’ In developing the acceptance criteria for purchased product 
and services, results of risk management activities should be considered, Specifically, the 
identified hazards and their related risk control measures need TV be taken into account when 
developing criteria for verjfication and acceptance activities. 

10. Production and Process Controb 

The manufacturing process may he a source of identified hazards. These hazards can come 
from equipment, processes, workrenvircmtient, personnel, etc.,,or the va$abitity‘ of those. 
These hazards should have already been identified during the design and development or are 
discovered during production or post-production. The risk comrol measureS necessary to 
address these hazards need to be included in dbeumented production and process control 
procedures. 

The outcome of risk management activities may provide input to the deveJopment of 
appropriate methods for measusing and m~nito~~g.manufac~~~g processes. It is important 
for all personnel involved to understand the significance as well as the implementation of any 
risk contro1 measures on the manufacturing processes to ensure the effectivenessof the risk 
control measures. 

Risk assessment of manufticturing processes, using tools such as Hazard Analysis and 
Critical Control Points (HACCP),‘Hazard and Operability Study (HOOP), Fault Tree 
Analysis (FTA), Faifure Modes Effwt Analysis (FMEA), Process Analytical. Technology 
(PAT), etc., can help establish or improve process controfs by ide~tif~~g: 

5 What can go wrong at each step of the process; 
5 The impact of failure on the medical device; 
5 The likelihood of the failures; and, 
5 Controls to detect and prevent the faijure or causes. 

Production information such as the rate of nonconfosmities, the rate ofrework, scrap, yieId, 
and other sources of quality data shonld be evaluated and or compared against the current risk 
management output to confirm adequacy.and completeness of risk controls. 

10.1. Manufactufiing, ~eas~ri~~ and &%nitoring E~uip~~~t 

Establishment of the suitability of equipment and the frequency of cleaning, &xWenance and 
calibration should be considered tim  reference to the risks associated withthe process. 
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Work instructions should also be reviewed and updated to reflect any appropriate risk control 
measures. 

10.2. Work Environment~and Personnel 

Where the work environment or,the impact of personnel on. the medical dev&or process are 
determined to result in risk for the products or process, then risk control measures should be 
defined, documented and:implemented. The-effectiveness of these risk control measures 
should be periodically assessed. 

10.3. Process Validation 

Process validation and the determination ofthe need for revalidation may be.infIuenced by 
the results of risk management activities, When performing.pro6ess Yalidation, risk 
management tools, such as FTA,; FMEA, FIAZOP, NACCP, PAT, or others, should be 
considered. Results of process validationvr revalidation may identify the need for additional 
risk control measures. One example may be confirming or refining specific process 
parameters and controls when the source of an identilied hazard is procds variability. 

When process changes are undertaken, current risk control measures should be reviewed for 
suitability. This review should also ensure that no new hazards were introduced. 

1 I. Servicing 

“Servicing” as used in this clause means repair and maintenance activities for medical 
devices. 

When servicing is a specified requirement, information from risk management activities 
should be considered. Periodic servicing and maintenance as a means tv ensure safe 
functioning of a device can be a method of risk control. 

If a certain risk control measure is necessary for a production process, it may also be 
necessary to apply the same (or similar) risk control measure to the servicing process. 

When there is a hazard to service personnel,, clear instructions needto be included in 
servicing manuals or documentation and Bpprvpriate training provided. 

12. Anahsis of Data 

Production and post-production information on the manufacturer’s own devices needs to be 
continually monitored and analyzed in per%orming new risk assessments and revising current 
risk assessments in order to maint+n an effective risk management process. 

Additional sources of information ,tv be considered include: 

5 Information on competitor’s devices; 
5 Information on similar medical devices on the market; 
5 Published information (rec&ls, Medical Device Reports, vigilance reports, etc.); 
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5 Scientific literature. 

The analysis of data should demonstrate that the decisions and risk control measures 
determined within’the risk management process are appropriate. 

13. Correct&e and Preventive Actions (CAPA): 

Figure B  illustrates how risk management can be integrated into the CAPA process, 

Figure 1 

The results of CAPA reviews should reveal any prevSously,unrecognized risks and the 
effectiveness of risk control measures, This information should also be utilized ta 
determine the effectiveness of the risk management activities-and determine required 
actions to be taken to correct the idoutified issues and prevent recurrence. 
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For example, a service report indicating.a safety related issue w&b a device is reported to a 
manufacturer and is determined to be a complaint. The complaint is reviewed and an 
investigation is initiated: During the investigation, it was determined that a manufacturing 
process change had occurred. @otentiaI causes: 

E, Unanticipated effect on The device; 
5 inadequate assessment of the process change; 
5 Inadequate revalidation; 
5 Lack of revalidation; 
5 Inadequate risk control measures; 
5 Risk control measures not evaluated with the change; 

For any combination of the above, it is expected that the risk ~an~ge~~t system use this 
post market information to initiate another’design risk assessment. The extent of the 
revised risk assessment $&I depend upon the complaint investigation results. The rest&s 
of any revised risk assessment should be documented. Any new or revised risk control 
measures will be part of the overall CAPA activities. 
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Annex A: An Example of a Risk Chart for ~~rnrn~n~cati~~ InternaFR.isk 
Activities 

An effective and efficient risk management process requires a mam&cturer to interpret risk 
consistentIy when conducting risk management activities. Certain standards provide simple 
and useful risk descriptions. 

For example, the risk could be @resented in a simple twodimensional chart. Identified 
severity and occurrence categories are defined and justified. A manufacturer may define a 
three-region risk chart as follows: 

Legend 

Such a risk chart could be used a! a communication tool among appropriate personnel. 

Rick Manaomwnt fhirianw 
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Annex B: Flow Chart - Risk ~~n~gern~nt Activities in Design and R~v~I~~ment 

Design Reviews 

Verifiiatlon 
/ 
I 

Design and Development 
Valklation 

Note: While it is not possible to depict the iterative nature ofprocesses wit& this flowchart, 
manufacturers should anticipate,spbsequent’processes feed&g back inlto prior process steps. 
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Annex C: Example of a Risk Rl[anagement Summary Table 

The following is just one example ofhow risk management activities can be documented. 
However, manufacturers, may choose many different techniques by which to document or 
summarize risk management activities ina traceable inanner. The~su-ary table in Figure 3 
provides a reasonable basis for quickly identifying the supporting ducum@@ion of the risk 
management activities. 

Figure 3 shows an excerpt of a I%& management summary taible for a hypothetical infUsion 
pump. Following is a descriptidn of the structure of the table. 

patient bracelet and confirm 

Figure 3: Risk Management Summary Table Excerpt 

A. Hazard Identifleatioq (NazII?) 

In this example (which is a diffeient’method from that illustrated in Annex A), risks are 
identified using a three-level hie&chy. The top Ieve of the hierarchy reflects the major 
classes of hazards. For example+ an intision pump, some of the &ajor classes of hazards 
might include: 

1.0 Energy hazards 
2.0 Mechanical hazards 
3.0 Dosage hazards 1 

The second level of hazard classification identifies particular hazards. For example, in an 
infision pump, two hazards related to dosage are: 

3.1 Overdose 
3.2 Under-dose 
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The third level of hazard, classification is a particular cause or contributing factor. Typically, 
a given hazard may have muhiplecauses or contributing factors, combinations of which lead 
to similar outcomes, as shown in the example. 

B. Risk Evaluation 

These two columns show the results of risk evaluation before and-after risk control. In this 
example, the risk level is characterized by a coding scheme using Roman numerals and letters 
to denote estimates for severity and likelihood, respectively. The color orshading of the cell 
represents the manufacturer’s g&ding afrisk acceptability (e.g., intolerable, ‘undesirable, 
tolerable, negligible). The detaiis of the scheme used by this mamtfactuwr are not important 
for this example. Other manufacturers may employ different approaches to risk evaluation, 
but the results in any case would be summarized in these two oolumns. 

C. Risk Control Measures 

This column describes the risk control measures that form the basis for the risk reduction 
shown. The actual risk scenarios and risk control measures might be far more complex than 
is possible to describe in a short summary paragraph. In that case, the entry in this cohnnn 
might refer to another document that describes the risk control measures in more detail. 

D. Traceability Data (RqtlD and Testlfl) 

These two columns provide traceability between risk control measures, device design 
requirements, and verification/validation activities. The column labeled “‘Requirement 
Identification” {RqtID) paints to relevant clauses in the medical device design documentation 
that define requirements relating Its a given risk control measure. The column labeled “Test 
Identification” (TestID) points toiclauses in test procedures or other verification and 
validation documents that confirm that the control measure was adequately implemented. 

In the example, “HRD” refers to the device’s Hardware Requirements Dooument, and “SRD” 
refers to the Software Requirements Document. “SIP” refers to the System Test Procedure 
for this particular device. 

E. Status Information 

The last column is used during:me&cal device development to track progress in completing 1 risk management activities. This example uses cell color or shading to highlight incomplete 
activities. 

Example of Use of the Table 

As an example of how to use the risk management summary table, consider the entry for 
HazID 3.12. This eritry describes the use of a keyboard lock to prevent unautkorized 
changes to device settings. The keyboard lock mechanism, as a risk control measure, was 
judged to reduce risk from a Ievel jof I-B to-I-D, reflecting reduced likelihood of the 
hazardous event. The requirement for a keyboard lock was capture? in the Software 
Requirements Document, paragraph 7.2, and the functionality ofthe keyboard lock was 
tested in Section 17 of the System’Test Procedure. The last column indicates that the results 
of this testing are not yet available. 
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